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Sample Preparation  
Samples were prepared for PLM and TEM bulk analysis by  on March 15, 2019 through March 29, 2019.  
Sample preparation consisted of the following steps: 

1) Label and weigh two 8mL glass vials for each sample in the set – one vial for the PLM preparation and one vial 
for the TEM preparation. 

2) Weigh out 0.1 to 0.8 grams of material and place in corresponding 8mL glass vial.  Record weight. 
3) Burn samples at 480° C for at least 12 hours. 
4) Record Post-Ash Weight. 
5) Treat ashed sample with concentrated hydrochloric acid. 
6) Filter acid reduced material onto a pre-weighed 47mm 0.4um PolyCarbonate filter. 
7) Place filter into drying oven for 30 minutes and then record Post-Acid Reduced weight.   
8) Make four PLM slide preparations from the PLM residual ash for each sample in 1.550 dispersion oil.  Make 

additional preparations in 1.605, 1.625, 1.680 and 1.700 dispersion oil as necessary for particle identification. 
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